Transient exit block of a DDD pacemaker with unipolar leads in subcutaneous emphysema following pneumothorax.
This case report describes a transient pacemaker exit block due to subcutaneous emphysema following pneumothorax. Pneumothorax after pacemaker implantation is rare, but development of subcutaneous emphysema under such circumstances is even more uncommon. Exit block develops only with the use of unipolar leads; with implantation of bipolar leads, this complication cannot occur.